Recall Class: Class |

Date Recall Initiated: April 1, 2014

Products: Pipeline Embolization Device and Alligator Retrieval Device
Model and Lot Numbers:

Pipeline Embolization Device:

|PEDCatang“ Lot |
[FA7735014 |9879718)|
[FA7742512 |9864827|
[FA7150035 9855921
[FA7735016 |[9856429|
[FA7742518 9856431
[FA7730010 ||9869991]
[FA7737514 9855933
[FA7742518 9860762
[FA7732514 |[9873854]
[FA7737516 9858010
[FA7745014 9874111
[FA7735014 9855265
[FA7740016 ||9859214]
[FA7745016 |[9879736
[FA7735014 ||9875267|
[FA7740016 |[9879180|
[FA7747514 ||9868888)|

Alligator Retrieval device:

| Catalog || Lot |
[FA8881040|(9769118|
[FA8881030](9816048|
[FA8881040|(9754682|
[FA8881050/(9772283]
[FA8881040](9752800)
[FA8881030|(9751662|
[FA8881030](9773525]
[FA8881020|(9832735|
[FA8881040](9757667|
[FA8881020|(9774620)




| Catalog || Lot |
[FA8881030|(9834039)
[FA8881040](9758530)
[FA8881020|(9774620)
[FA8881030](9834039)
[FA8881030||9758532]
[FA8881030](9783730)
[FA8881020](9836553]
[FA8881050|(9760946|
[FA8881040](9786013]
[FA8881030|(9834039)
[FA8881030](9761690)
[FA8881040|(9787928|
[FA8881050|(9848544]
[FA8881020](9761692]
[FA8881030|(9791385|
[FA8881030](9848543]
[FA8881030|(9758532|
[FA8881040](9793305]
[FA8881030](9853152]
[FA8881040|(9764206|
[FA8881030](9798648|
[FA8881030|(9854769)
[FA8881040|(9764206]
[FA8881030|[9798648|
[FA8881030](9858153]
[FA8881040|(9764212]
[FA8881050|(9801041]
[FA8881030](9865759)
[FA8881030|[9766949)
[FA8881020](9811215]
[FA8881050|(9868025|
[FA8881030/(9769117]
[FA8881030](9813908|




